KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD20-7°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-001 Work Order #...: DVM7K1lAA Matrix.........: SOLID
Date Sampled...: 02/06/01 07:40 Date Received..: 02/06/01 14:55 MS Run #.......: 1039091
Prep Date......: 02/07/01 Analysis Date..: 02/07/01
Prep Batch #...: 1039215 Analysis Time..: 18:14
Dilution Factor: 1
Analyst ID..... : 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene ND 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichlorocethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene ND 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl wvinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127331



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-7"

GC/MS Volatiles

Lot-Sample #...: E1B060243-001 Work Order #...: DVM7K1lAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 1
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorcbenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 89 (70 - 130)
1,2-Dichloroethane-d4 82 (60 - 140)
Toluene-ds 87 (70 - 130)

" BOE-C6-0127332



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-002 Work Order #...: DVMSW1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 07:50 Date Received..: 02/06/01 14:55 MS Run #.......: 1039091
Prep Date......: 02/07/01 Analysis Date..: 02/07/01
Prep Batch #...: 1039215 Analysis Time..: 18:44
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 30 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 18 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichlorocethane ND 5.0 ug/kg 3.0

(Continued on next page)

 BOE-C6-0127333



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-002 Work Order #...: DVMSWLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 89 (70 - 130)
1,2-Dichloroethane-d4 86 (60 - 140)
Toluene-ds 86 , (70 - 130)

" BOE-C6-0127334



KENNEDY/JENKS CONSUILTANTS

Client Sample ID: PD20-15'

GC/MS Volatiles

Lot-Sample #...: E1B060243-003 Work Order #...: DVM821lAA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:00 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 09:12
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene ND 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene ND 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl wvinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)
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KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-15°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-003 Work Order #...: DVM821AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 92 (70 - 130)
1,2-Dichloroethane-d4 91 (60 - 140)
Toluene-ds 88 (70 - 130)

" BOE-C6-0127336



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-20'

GC/MS Volatiles

Lot-Sample #...: E1B060243-004 Work Order #...: DVM861AA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:05 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 09:43
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride - ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 30 5.0 ug/kg 2.0
Todomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
¢is-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 19 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1, 3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127337




KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-20'

GC/MS Volatiles

Lot-Sample #...: E1B060243-004 Work Order #...: DVM861AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1, 2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorocbenzene 93 (70 - 130)
1,2-Dichloroethane-d4 93 (60 - 140)
Toluene-d8 90 (70 - 130)

" BOE-C6-0127338



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-30°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-005 Work Order #...: DVM881AA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:10 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 10:13
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 14 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 14 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl wvinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127339



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-30'

GC/MS Volatiles

Lot-Sample #...: E1B060243-005 Work Order #...: DVMS8S1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ' ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3~-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 94 (70 - 130)
1,2-Dichloroethane-d4 99 (60 - 140)
Toluene-ds8 87 (70 - 130)

BOE-C6-0127340



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-40'

GC/MS Volatiles

Lot-Sample #...: E1B060243-006 Work Order #...: DVMOCLAA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:20 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 10:44
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 230 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene 7.3 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane 4.1 J 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene 2.7 3 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform 3.1 J 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane 4.5 J 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 170 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

 BOE-C6-0127341



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-40°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-006 Work Order #...: DVM9CLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorcbenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 93 (70 - 130)
1,2-Dichloroethane-d4 101 (60 - 140)
Toluene-ds 90 (70 - 130)

NOTE(S) :

J Estimated result. Result is less than RL.

' BOE-C6-0127342



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-50'

GC/MS Volatiles

Lot-Sample #...: E1B060243-007 Work Order #...: DVMO9F1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:25 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 11:15
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 330 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1, 2-Dichloroethene 11 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane 8.0 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene 3.5 3 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform 4.9 J 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane 22 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 200 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127343




KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-50'

GC/MS Volatiles

Lot-Sample #...: E1B060243-007 Work Order #...: DVMSF1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 92 (70 - 130)
1,2-Dichloroethane-d4 103 (60 - 140)
Toluene-ds 88 (70 - 130)

NOTE(S) :

] Estimated result. Result is less than RL.

" BOE-C6-0127344



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD20-60'

GC/MS Volatiles

Lot-Sample #...: E1B060243-008 Work Order #...: DVM9G1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 08:30 Date Received..: 02/06/01 14:55 MS Run #..... 1039091
Prep Date......: 02/07/01 Analysis Date..: 02/07/01
Prep Batch #...: 1039215 Analysis Time..: 19:46
Dilution Factor: 5
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDIL
Dichlorodifluoromethane ND 50 ug/kg 5.0
Chloromethane ND 50 ug/kg 15
Vinyl chloride ND 50 ug/kg 10
Bromomethane ND 50 ug/kg 10
Chloroethane ND 50 ug/kg 10
Trichlorofluoromethane ND 50 ug/kg 10
Acrolein ND ‘ 500 ug/kg 150
1,1-Dichloroethene 29 25 ug/kg 10
Iodomethane ND 50 ug/kg 25
Acetone ND 120 ug/kg 75
Carbon disulfide ND 25 ug/kg 10
Methylene chloride ND 25 ug/kg 15
trans-1,2-Dichloroethene ND 25 ug/kg 10
Acrylonitrile ND 250 ug/kg 150
Methyl tert-butyl ether ND 25 ug/kg 5.0
1,1-Dichloroethane ND 25 ug/kg 5.0
Vinyl acetate ND 50 ug/kg 25
2,2-Dichloropropane ND 25 ug/kg 10
cis-1,2-Dichloroethene ND 25 ug/kg 10
2-Butanone ND 120 ug/kg 75
Bromochloromethane ND 25 ug/kg 5.0
Chloroform ND 25 ug/kg 5.0
Tetrahydrofuran ND 100 ug/kg 50
1,1,1-Trichloroethane 63 25 ug/kg 5.0
1,1-bichloropropene ND 25 ug/kg 5.0
Carbon tetrachloride ND 25 ug/kg 5.0
Benzene ND 25 ug/kg 10
1,2-Dichlorcethane ND 25 ug/kg 5.0
Trichloroethene 12 J 25 ug/kg 10
1,2-Dichloropropane ND 25 ug/kg 5.0
Bromodichloromethane ND 25 ug/kg 5.0
2-Chloroethyl vinyl ether ND 50 ug/kg 25
cis-1,3-Dichloropropene ND 25 ug/kg 5.0
4-Methyl-2-pentanone ND 120 ug/kg 50
Toluene 31 25 ug/kg 10
trans-1,3-Dichloropropene ND 25 ug/kg 15
1,1,2-Trichloroethane ND 25 ug/kg 15

(Continued on next page)

BOE-C6-0127345



KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD20-60'

GC/MS Volatiles

Lot-Sample #...: E1B060243-008 Work Order #...: DVMOGLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 25 ug/kg 10
2-Hexanone ND 120 ug/kg 50
Dibromochloromethane ND 25 ug/kg 25
1,2-Dibromoethane ND 25 ug/kg 15
Chlorobenzene ND 25 ug/kg 10
Ethylbenzene ND 25 ug/kg 10
Xylenes (total) ND 25 ug/kg 15
Styrene ND 50 ug/kg 10
Bromoform ND 25 ug/kg 15
Isopropylbenzene ND 25 ug/kg 10
p-Isopropyltoluene ND 25 ug/kg 10
Bromobenzene ND 25 ug/kg 10
1,1,1,2-Tetrachloroethane ND 25 ug/kg 15
1,1,2,2-Tetrachloroethane ND 25 ug/kg 15
1,2,3-Trichloropropane ND 25 ug/kg 15
n-Propylbenzene ND 25 ug/kg 10
2-Chlorotoluene ND 25 ug/kg 10
4-Chlorotoluene ND 25 ug/kg 10
1,3,5-Trimethylbenzene ND 25 ug/kg 10
tert-Butylbenzene ND 25 ug/kg 10
1,2,4-Trimethylbenzene ND 25 ug/kg 10
sec-Butylbenzene ND 25 ug/kg 10
1, 3-Dichlorobenzene ND 25 ug/kg 10
1,4-Dichlorobenzene ND 25 ug/kg 10
1,2-Dichlorobenzene ND 25 ug/kg 10
n-Butylbenzene ND 25 ug/kg 10
1,2-Dibromo-3-chloro- ND 50 ug/kg 15
propane
1,2,4-Trichloro- ND 25 ug/kg 10
benzene
Hexachlorobutadiene ND 25 ug/kg 10
1,2,3-Trichlorobenzene ND 25 ug/kg 10
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 90 (70 - 130)
1,2-Dichloroethane-d4 90 (60 - 140)
Toluene-ds 87 (70 - 130)

NOTE (S) :

J  Estimated result. Result is less than RL.

" BOE-C6-0127346



KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD21-5°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-009 Work Order #...: DVM9H1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:15 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 15:20
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 6.0 5.0 ug/kg 2.0
Todomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 5.8 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis~1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

. BOE-C6-0127347



KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD21-5'

GC/MS Volatiles

Lot-Sample #...: E1B060243-009 Work Order #...: DVMOH1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorcbenzene 89 (70 - 130)
1,2-Dichloroethane-d4 104 (60 - 140)
Toluene-ds 88 (70 - 130)

. BOE-C6-0127348



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-010 Work Order #...: DVM9P1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:20 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date...... : 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 15:51
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 4.04J 5.0 ug/kg 2.0
TIodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 5.5 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis~1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

" BOE-C6-0127349



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-010 Work Order #...: DVM9P1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 1
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 91 (70 -~ 130)
1,2-Dichloroethane-d4 106 (60 - 140)
Toluene-ds 87 (70 - 130)

NOTE (S) :

J Estimated result. Result is less than RL.

BOE-C6-0127350



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-15'

GC/MS Volatiles

Lot-Sample #...: E1B060243-011 Work Order #...: DVMOW1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:25 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 16:22
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene ND 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trang-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene ND 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1, 3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127351



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-15"'

GC/MS Volatiles

Lot-Sample #...: E1B060243-011 Work Order #...: DVMOW1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1, 2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorocbenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 91 (70 - 130)
1,2-Dichloroethane-d4 110 (60 - 140)
Toluene-d8 85 (70 - 130)

BOE-C6-0127352



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-20'

GC/MS Volatiles

Lot-Sample #...: E1B060243-012 Work Order #...: DVMO9X1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:30 Date Received..: 02/06/01 14:55 MS Run #..... 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 16:52
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene ND 5.0 ug/kg 2.0
Todomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 4.1 3 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1, 3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127353



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-20!

GC/MS Volatiles

Lot-Sample #...: E1B060243-012 Work Order #...: DVM9X1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 91 (70 - 130)
1,2-Dichloroethane-d4 110 (60 - 140)
Toluene-ds 82 (70 - 130)

NOTE(S) :

J Estimated result. Result is less than RL.

BOE-C6-0127354



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-30'

GC/MS Volatiles

Lot-Sample #...: E1B060243-013 Work Order #...: DVM921AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:35 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 17:23
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 4.1 J 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 8.0 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl wvinyl ether ND 10 ug/kg 5.0
c¢is-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127355



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-30'

GC/MS Volatiles

Lot-Sample #...: E1B060243-013 Work Order #...: DVM921AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1;2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 90 (70 - 130)
1l,2-Dichloroethane-d4 109 (60 - 140)
Toluene-ds 86 (70 - 130)

NOTE (S) :

] Estimated result. Result is less than RL.

BOE-C6-0127356



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-40'

GC/MS Volatiles

Lot-Sample #...: E1B060243-014 Work Order #...: DVM961AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:40 Date Received..: 02/06/01 14:55 MS Run #....... : 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 17:54
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1, 1-Dichloroethene 230 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1, 2-Dichloroethene 8.4 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg - 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane 16 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1, 2-Dichloroethene 5.9 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform 7.1 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane 58 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 200 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chlorocethyl wvinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127357



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-40'

GC/MS Volatiles

Lot-Sample #...: E1B060243-014 Work Order #...: DVM961AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorcbenzene 90 (70 - 130)
1,2-Dichlorocethane-d4 109 (60 - 140)
Toluene-ds 87 (70 - 130)

BOE-C6-0127358



KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD21-50'

GC/MS Volatiles

Lot-Sample #...: E1B060243-015 Work Order #...: DVM971AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:45 Date Received..: 02/06/01 14:55 MS Run #.......: 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 18:24
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 25 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1, 1-Dichloroethane 17 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene 2.3 3 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform 4.8 J 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane 280 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 29 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4 -Methyl-2-pentanone ND 25 ug/kg 10
Toluene 79 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

" BOE-C6-0127359



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-50°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-015 Work Order #...: DVM971AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 90 (70 - 130)
1,2-Dichloroethane-d4 109 (60 - 140)
Toluene-ds 85 (70 - 130)

NOTE (S) :

J  Estimated result. Result is less than RL.

BOE-C6-0127360



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-60'

GC/MS Volatiles

Lot-Sample #...: E1B060243-016 Work Order #...: DVM981AA Matrix.........: SOLID
Date Sampled...: 02/06/01 09:50 Date Received..: 02/06/01 14:55 MS Run #....... : 1040178
Prep Date......: 02/08/01 Analysis Date..: 02/08/01
Prep Batch #...: 1040366 Analysis Time..: 18:55
Dilution PFactor: 5
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 50 ug/kg 5.0
Chloromethane ND 50 ug/kg 15
Vinyl chloride ND 50 ug/kg 10
Bromomethane ND 50 ug/kg 10
Chloroethane ND 50 ug/kg 10
Trichlorofluoromethane ND 50 ug/kg 10
Acrolein ND 500 ug/kg 150
1,1-Dichloroethene 110 25 ug/kg 10
Iodomethane ND 50 ug/kg 25
Acetone ND 120 ug/kg 75
Carbon disulfide ND 25 ug/kg 10
Methylene chloride ND 25 ug/kg 15
trans-1,2-Dichloroethene ND 25 ug/kg 10
Acrylonitrile ND 250 ug/kg 150
Methyl tert-butyl ether ND 25 ug/kg 5.0
1,1-Dichloroethane 17 J 25 ug/kg 5.0
Vinyl acetate ND 50 ug/kg 25
2,2-Dichloropropane ND 25 ug/kg 10
cis-1,2-Dichloroethene ND 25 ug/kg 10
2-Butanone ND 120 ug/kg 75
Bromochloromethane ND 25 ug/kg 5.0
Chloroform ND 25 ug/kg 5.0
Tetrahydrofuran ND 100 ug/kg 50
1,1,1-Trichloroethane 120 25 ug/kg 5.0
1,1-Dichloropropene ND 25 ug/kg 5.0
Carbon tetrachloride ND 25 ug/kg 5.0
Benzene ND 25 ug/kg 10
1,2-Dichloroethane ND 25 ug/kg 5.0
Trichloroethene 60 25 ug/kg 10
1,2-Dichloropropane ND 25 ug/kg 5.0
Bromodichloromethane ND 25 ug/kg 5.0
2-Chloroethyl vinyl ether ND 50 ug/kg 25
cis-1,3-Dichloropropene ND 25 ug/kg 5.0
4-Methyl-2-pentanone 140 120 ug/kg 50
Toluene 460 25 ug/kg 10
trans-1,3-Dichloropropene ND 25 ug/kg 15
1,1,2-Trichloroethane ND 25 ug/kg 15

(Continued on next page)

 BOE-C6-0127361



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD21-60°'

GC/MS Volatiles

Lot-Sample #...: E1B060243-016 Work Order #...: DVM981AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 25 ug/kg 10
2-Hexanone ND 120 ug/kg 50
Dibromochloromethane ND 25 ug/kg 25
1,2-Dibromoethane ND 25 ug/kg 15
Chlorobenzene ND 25 ug/kg 10
Ethylbenzene ND 25 ug/kg 10
Xylenes (total) ND 25 ug/kg 15
Styrene ND 50 ug/kg 10
Bromoform ND 25 ug/kg is
Isopropylbenzene ND 25 ug/kg 10
p-Isopropyltoluene ND 25 ug/kg 10
Bromobenzene ND 25 ug/kg 10
1,1,1,2-Tetrachloroethane ND 25 ug/kg 15
1,1,2,2~-Tetrachloroethane ND 25 ug/kg 15
1,2,3-Trichloropropane ND 25 ug/kg 15
n-Propylbenzene ND 25 ug/kg 10
2-Chlorotoluene ND 25 ug/kg 10
4-Chlorotoluene ND 25 ug/kg 10
1,3,5-Trimethylbenzene ND 25 ug/kg 10
tert-Butylbenzene ND 25 ug/kg 10
1,2,4-Trimethylbenzene ND 25 ug/kg 10
sec-Butylbenzene ND 25 ug/kg 10
1,3-Dichlorobenzene ND 25 ug/kg 10
1,4-Dichlorobenzene ND 25 ug/kg 10
1,2-Dichlorobenzene ND 25 ug/kg 10
n-Butylbenzene ND 25 ug/kg 10
1,2-Dibromo-3-chloro- ND 50 ug/kg 15
propane
1,2,4-Trichloro- ND 25 ug/kg 10
benzene
Hexachlorobutadiene ND 25 ug/kg 10
1,2,3-Trichlorobenzene ND 25 ug/kg 10
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 89 (70 - 130)
1,2-Dichloroethane-d4 112 (60 - 140)
Toluene-ds 85 (70 - 130)

NOTE(S) :

] Estimated result. Result is less than RL.

" BOE-C6-0127362



KENNEDY/JENKS CONSULTANTS
Client Sample ID: PD22-5'

GC/MS Volatiles

Lot-Sample #...: E1B060243-017 Work Order #...: DVM991AA Matrix.........: SOLID
Date Sampled...: 02/06/01 10:20 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 20:25
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 19 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1~-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 15 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1, 3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

" BOE-C6-0127363



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-5'

GC/MS Volatiles

Lot-Sample #...: E1B060243-017 Work Order #...: DVM991AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 - ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 89 (70 - 130)
1,2-Dichloroethane-d4 97 (60 - 140)
Toluene-ds 87 (70 - 130)

 BOE-C6-0127364



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-018 Work Order #...: DVNAC1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 10:25 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 20:56
Dilution PFactor: 1
Analyst ID..... : 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 8.3 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
¢is-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 9.8 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

" BOE-C6-0127365



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-10'

GC/MS Volatiles

Lot-Sample #...: E1B060243-018 Work Order #...: DVNAC1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenesg (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorocbenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 90 (70 - 130)
1,2-Dichloroethane-d4 102 (60 - 140)
Toluene-ds8 87 (70 - 130)

" BOE-C6-0127366



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-15°

GC/MS Volatiles

Lot-Sample #...: E1B060243-019 Work Order #...: DVNADIAA Matrix......... : SOLID
Date Sampled...: 02/06/01 10:30 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 21:26
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

) Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichlorocethene ND 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene ND 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

BOE-C6-0127367



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-15!

GC/MS Volatiles

Lot-Sample #...: E1B060243-019 Work Order #...: DVNAD1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1, 2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-~chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 89 (70 - 130)
1,2-Dichloroethane-d4 109 (60 - 140)
Toluene-ds 86 (70 - 130)

BOE-C6-0127368



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-20'

GC/MS Volatiles

Lot-Sample #...: E1B060243-020 Work Order #...: DVNAElAA Matrix.........: SOLID
Date Sampled...: 02/06/01 10:35 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 21:57
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene 6.0 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 13 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1, 3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

" BOE-C6-0127369




KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-20°

GC/MS Volatiles

Lot-Sample #...: E1B060243-020 Work Order #...: DUNAE1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 90 (70 - 130)
1,2-Dichloroethane-d4 110 (60 - 140)
Toluene-ds8 87 (70 - 130)

" BOE-C6-0127370



Lot-Sample #...: E1B060243-021 Work Order #...:
02/06/01 10:40 Date Received..:

Date Sampled...:

KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-30'

GC/MS Volatiles

DVNAF1AA

ceceee-..: SOLID
-..: 1043142

Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 22:28
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1,1-Dichloroethene ND 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1,2-Dichloroethene ND 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane ND 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene ND 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform ND 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane ND 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene ND 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 2.0J 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl wvinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1,1,2-Trichloroethane ND 5.0 ug/kg 3.0

{Continued on next page)

 BOE-C6-0127371



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-30'

GC/MS Volatiles

NOTE(S) :

Lot-Sample #...: E1B060243-021 Work Order #...: DVNAF1AA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1, 2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4~-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
. 1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 91 (70 - 130)
1,2-Dichloroethane-d4 110 (60 - 140)
Toluene-ds 87 (70 - 130)

J Estimated result. Result is less than RL.

. BOE-C6-0127372



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-40'

GC/MS Volatiles

Lot-Sample #...: E1B060243-022 Work Order #...: DVNAGLAA Matrix......... : SOLID
Date Sampled...: 02/06/01 10:45 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 22:58
Dilution Factor: 1
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 10 ug/kg 1.0
Chloromethane ND 10 ug/kg 3.0
Vinyl chloride ND 10 ug/kg 2.0
Bromomethane ND 10 ug/kg 2.0
Chloroethane ND 10 ug/kg 2.0
Trichlorofluoromethane ND 10 ug/kg 2.0
Acrolein ND 100 ug/kg 30
1, 1-Dichloroethene 390 5.0 ug/kg 2.0
Iodomethane ND 10 ug/kg 5.0
Acetone ND 25 ug/kg 15
Carbon disulfide ND 5.0 ug/kg 2.0
Methylene chloride ND 5.0 ug/kg 3.0
trans-1, 2-Dichloroethene 15 5.0 ug/kg 2.0
Acrylonitrile ND 50 ug/kg 30
Methyl tert-butyl ether ND 5.0 ug/kg 1.0
1,1-Dichloroethane 45 5.0 ug/kg 1.0
Vinyl acetate ND 10 ug/kg 5.0
2,2-Dichloropropane ND 5.0 ug/kg 2.0
cis-1,2-Dichloroethene 15 5.0 ug/kg 2.0
2-Butanone ND 25 ug/kg 15
Bromochloromethane ND 5.0 ug/kg 1.0
Chloroform 16 5.0 ug/kg 1.0
Tetrahydrofuran ND 20 ug/kg 10
1,1,1-Trichloroethane 71 5.0 ug/kg 1.0
1,1-Dichloropropene ND 5.0 ug/kg 1.0
Carbon tetrachloride ND 5.0 ug/kg 1.0
Benzene 2.53J 5.0 ug/kg 2.0
1,2-Dichloroethane ND 5.0 ug/kg 1.0
Trichloroethene 350 5.0 ug/kg 2.0
1,2-Dichloropropane ND 5.0 ug/kg 1.0
Bromodichloromethane ND 5.0 ug/kg 1.0
2-Chloroethyl vinyl ether ND 10 ug/kg 5.0
cis-1,3-Dichloropropene ND 5.0 ug/kg 1.0
4-Methyl-2-pentanone ND 25 ug/kg 10
Toluene ND 5.0 ug/kg 2.0
trans-1,3-Dichloropropene ND 5.0 ug/kg 3.0
1l,1,2-Trichloroethane ND 5.0 ug/kg 3.0

(Continued on next page)

 BOE-C6-0127373



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-40'

GC/MS Volatiles

Lot-Sample #...: E1B060243-022 Work Order #...: DVNAGLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 5.0 ug/kg 2.0
2-Hexanone ND 25 ug/kg 10
Dibromochloromethane ND 5.0 ug/kg 5.0
1,2-Dibromoethane ND 5.0 ug/kg 3.0
Chlorobenzene ND 5.0 ug/kg 2.0
Ethylbenzene ND 5.0 ug/kg 2.0
Xylenes (total) ND 5.0 ug/kg 3.0
Styrene ND 10 ug/kg 2.0
Bromoform ND 5.0 ug/kg 3.0
Isopropylbenzene ND 5.0 ug/kg 2.0
p-Isopropyltoluene ND 5.0 ug/kg 2.0
Bromobenzene ND 5.0 ug/kg 2.0
1,1,1,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,1,2,2-Tetrachloroethane ND 5.0 ug/kg 3.0
1,2,3-Trichloropropane ND 5.0 ug/kg 3.0
n-Propylbenzene ND 5.0 ug/kg 2.0
2-Chlorotoluene ND 5.0 ug/kg 2.0
4-Chlorotoluene ND 5.0 ug/kg 2.0
1,3,5-Trimethylbenzene ND 5.0 ug/kg 2.0
tert-Butylbenzene ND 5.0 ug/kg 2.0
1,2,4-Trimethylbenzene ND 5.0 ug/kg 2.0
sec-Butylbenzene ND 5.0 ug/kg 2.0
1,3-Dichlorobenzene ND 5.0 ug/kg 2.0
1,4-Dichlorobenzene ND 5.0 ug/kg 2.0
1,2-Dichlorobenzene ND 5.0 ug/kg 2.0
n-Butylbenzene ND 5.0 ug/kg 2.0
1,2-Dibromo-3-chloro- ND 10 ug/kg 3.0
propane
1,2,4-Trichloro- ND 5.0 ug/kg 2.0
benzene
Hexachlorobutadiene ND 5.0 ug/kg 2.0
1,2,3-Trichlorobenzene ND 5.0 ug/kg 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorcbenzene 91 (70 - 130)
1,2-Dichloroethane-d4 110 (60 - 140)
Toluene-ds 84 (70 - 130)

NOTE (S) :

] Estimated result. Result is less than RL.

" BOE-C6-0127374



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-50'

GC/MS Volatiles

Lot-Sample #...: E1B060243-023 Work Order #...: DVNAH1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 10:55 Date Received..: 02/06/01 14:55 MS Run #.......: 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 23:29
Dilution Factor: 5
Analyst ID.....: 999998 Instrument ID..: MSD

Method......... : SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDL
Dichlorodifluoromethane ND 50 ug/kg 5.0
Chloromethane ND 50 ug/kg 15
Vinyl chloride ND 50 ug/kg 10
Bromomethane ND 50 ug/kg 10
Chlorocethane ND 50 ug/kg 10
Trichlorofluoromethane ND 50 ug/kg 10
Acrolein ND 500 ug/kg 150
1,1-Dichloroethene 190 25 ug/kg 10
Icdomethane ND 50 ug/kg 25
Acetone ND 120 ug/kg 75
Carbon disulfide ND 25 ug/kg 10
Methylene chloride ND 25 ug/kg 15
trans-1,2-Dichloroethene ND 25 ug/kg 10
Acrylonitrile ND 250 ug/kg 150
Methyl tert-butyl ether ND 25 ug/kg 5.0
1,1-Dichloroethane 36 25 ug/kg 5.0
Vinyl acetate ND 50 ug/kg 25
2,2-Dichloropropane ND 25 ug/kg 10
cis-1,2-Dichloroethene ND 25 ug/kg 10
2-Butanone ND 120 ug/kg 75
Bromochloromethane ND 25 ug/kg 5.0
Chloroform 7.8 3J 25 ug/kg 5.0
Tetrahydrofuran ND 100 ug/kg 50
1,1,1-Trichloroethane 360 25 ug/kg 5.0
1,1-Dichloropropene ND 25 ug/kg 5.0
Carbon tetrachloride ND 25 ug/kg 5.0
Benzene ND 25 ug/kg 10
1,2-Dichloroethane ND 25 ug/kg 5.0
Trichloroethene 110 25 ug/kg 10
1,2-Dichloropropane ND 25 ug/kg 5.0
Bromodichloromethane ND 25 ug/kg 5.0
2-Chloroethyl vinyl ether ND 50 ug/kg 25
¢is-1,3-Dichloropropene ND 25 ug/kg 5.0
4-Methyl-2-pentanone ND 120 ug/kg 50
Toluene 470 25 ug/kg 10
trans-1,3-Dichloropropene ND 25 ug/kg 15
1,1,2-Trichloroethane ND 25 ug/kg 15

(Continued on next page)
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KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-50'

GC/MS Volatiles

Lot-Sample #...: E1B060243-023 Work Order #...: DVNAHLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 25 ug/kg 10
2-Hexanone ND 120 ug/kg 50
Dibromochloromethane ND 25 ug/kg 25
1,2-Dibromoethane ND 25 ug/kg 15
Chlorobenzene ND 25 ug/kg 10
Ethylbenzene ND 25 ug/kg 10
Xylenes (total) ND 25 ug/kg 15
Styrene ND 50 ug/kg 10
Bromoform ND 25 ug/kg 15
Isopropylbenzene ND 25 ug/kg 10
p-Isopropyltoluene ND 25 ug/kg 10
Bromobenzene ND 25 ug/kg 10
1,1,1,2-Tetrachloroethane ND 25 ug/kg 15
1,1,2,2-Tetrachloroethane ND 25 ug/kg 15
1,2,3-Trichloropropane ND 25 ug/kg 15
n-Propylbenzene ND 25 ug/kg 10
2-Chlorotoluene ND . 25 ug/kg 10
4-Chlorotoluene ND 25 ug/kg 10
1,3,5-Trimethylbenzene ND 25 ug/kg 10
tert-Butylbenzene ND 25 ug/kg 10
1,2,4-Trimethylbenzene ND 25 ug/kg 10
sec-Butylbenzene ND 25 ug/kg 10
1,3-Dichlorobenzene ND 25 ug/kg 10
1,4-Dichlorobenzene ND 25 ug/kg 10
1,2-Dichlorocbenzene ND 25 ug/kg 10
n-Butylbenzene ND 25 ug/kg 10
1,2-Dibromo-3-chloro- ND 50 ug/kg 15
propane
1,2,4-Trichloro- ND 25 ug/kg 10
benzene
Hexachlorobutadiene ND 25 ug/kg 10
1,2,3-Trichlorobenzene ND 25 ug/kg 10
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 93 (70 - 130)
1,2-Dichloroethane-d4 122 (60 - 140)
Toluene-ds8 88 (70 - 130)

NOTE (S) :

J  Estimated result. Result is less than RL.

 BOE-C6-0127376



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-60'

GC/MS Volatiles

Lot-Sample #...: E1B060243-024 Work Order #...: DVNAJ1AA Matrix.........: SOLID
Date Sampled...: 02/06/01 11:05 Date Received..: 02/06/01 14:55 MS Run #....... : 1043142
Prep Date......: 02/09/01 Analysis Date..: 02/09/01
Prep Batch #...: 1043304 Analysis Time..: 23:59
Dilution Factor: &
Analyst ID.....: 999998 Instrument ID..: MSD

Method.........: SW846 8260B

REPORTING

PARAMETER RESULT LIMIT UNITS MDI:
Dichlorodifluoromethane ND 50 ug/kg 5.0
Chloromethane ND 50 ug/kg 15
Vinyl chloride ND 50 ug/kg 10
Bromomethane ND 50 ug/kg 10
Chloroethane ND 50 ug/kg 10
Trichlorofluoromethane ND 50 ug/kg 10
Acrolein ND 500 ug/kg 150
1,1-Dichloroethene 100 25 ug/kg 10
Iodomethane ND 50 ug/kg 25
Acetone ND 120 ug/kg 75
Carbon disulfide ND 25 ug/kg 10
Methylene chloride ND 25 ug/kg 15
trans-1, 2-Dichloroethene ND 25 ug/kg 10
Acrylonitrile ND 250 ug/kg 150
Methyl tert-butyl ether ND 25 ug/kg 5.0
1,1-Dichloroethane 36 25 ug/kg 5.0
Vinyl acetate ND 50 ug/kg 25
2,2-Dichloropropane ND 25 ug/kg 10
cis-1,2-Dichloroethene 19 g 25 ug/kg 10
2-Butanone ND 120 ug/kg 75
Bromochloromethane ND 25 ug/kg 5.0
Chloroform 5.1 J 25 ug/kg 5.0
Tetrahydrofuran ND 100 ug/kg 50
1,1,1-Trichloroethane 89 25 ug/kg 5.0
1,1-Dichloropropene ND 25 ug/kg 5.0
Carbon tetrachloride ND 25 ug/kg 5.0
Benzene 14 J 25 ug/kg 10
1,2-Dichloroethane ND 25 ug/kg 5.0
Trichloroethene 84 25 ug/kg 10
1,2-Dichloropropane ND 25 ug/kg 5.0
Bromodichloromethane ND 25 ug/kg 5.0
2-Chloroethyl vinyl ether ND 50 ug/kg 25
cis-1,3-Dichloropropene ND 25 ug/kg 5.0
4-Methyl -2-pentanone 5000 120 ug/kg 50
Toluene 1600 25 ug/kg 10
trans-1,3-Dichloropropene ND 25 ug/kg 15
1,1,2-Trichloroethane ND 25 ug/kg 15

(Continued on next page)

" BOE-C6-0127377



KENNEDY/JENKS CONSULTANTS

Client Sample ID: PD22-60"

GC/MS Volatiles

Lot-Sample #...: E1B060243-024 Work Order #...: DVNAJLAA Matrix.........: SOLID
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Tetrachloroethene ND 25 ug/kg 10
2-Hexanone ND 120 ug/kg 50
Dibromochloromethane ND 25 ug/kg 25
1,2-Dibromoethane ND 25 ug/kg 15
Chlorobenzene ND 25 ug/kg 10
Ethylbenzene ND 25 ug/kg 10
Xylenes (total) ND 25 ug/kg 15
Styrene ND 50 ug/kg 10
Bromoform ND 25 ug/kg 15
Isopropylbenzene ND 25 ug/kg 10
p-Isopropyltoluene ND 25 ug/kg 10
Bromobenzene ND 25 ug/kg 10
1,1,1,2~-Tetrachloroethane ND 25 ug/kg 15
1,1,2,2-Tetrachloroethane ND 25 ug/kg 15
1,2,3-Trichloropropane ND 25 ug/kg 15
n-Propylbenzene ND 25 ug/kg 10
2-Chlorotoluene ND 25 ug/kg 10
4-Chlorotoluene ND 25 ug/kg 10
1,3,5-Trimethylbenzene ND 25 ug/kg 10
tert-Butylbenzene ND 25 ug/kg 10
1,2,4-Trimethylbenzene ND 25 ug/kg 10
sec-Butylbenzene ND 25 ug/kg 10
1,3-Dichlorobenzene ND 25 ug/kg 10
1,4-Dichlorobenzene ND 25 ug/kg 10
1,2-Dichlorobenzene ND 25 ug/kg 10
n-Butylbenzene ND 25 ug/kg 10
1,2-Dibromo-3-chloro- ND 50 ug/kg 15
propane
1,2,4-Trichloro- ND 25 ug/kg 10
benzene
Hexachlorobutadiene ND 25 ug/kg 10
1,2,3-Trichlorobenzene ND 25 ug/kg 10
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorcbenzene 90 (70 - 130)
1,2-Dichlorocethane-d4 116 (60 - 140)
Toluene-ds 85 (70 - 130)

NOTE (S) :

J  Estimated result. Result is less than RL.

 BOE-C6-0127378



KENNEDY/JENKS CONSULTANTS

GC/MS Volatiles

Client Sample ID: TRIP BLANK

Lot-Sample #...: E1B060243-025 Work Order #...: DVNAK1AA Matrix.........: WATER
Date Sampled...: 02/06/01 12:00 Date Received..: 02/06/01 14:55 MS Run #.......: 1038254
Prep Date......: 02/07/01 Analysis Date..: 02/07/01
Prep Batch #...: 1038524 Analysis Time..: 11:34
Dilution Factor: 1
Analyst ID.....: 015590 Instrument ID..: MSC
Method......... : SW846 8260B
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Acetone ND 10 ug/L 3.0
Benzene ND 1.0 ug/L 0.30
Bromobenzene ND 1.0 ug/L 0.30
Bromochloromethane ND 1.0 ug/L 0.30
Bromoform ND 1.0 ug/L 0.30
Bromomethane ND 2.0 ug/L 1.0
Carbon tetrachloride ND 0.50 ug/L 0.30
2-Butanone ND 5.0 ug/L 3.0
n-Butylbenzene ND 1.0 ug/L 0.30
sec-Butylbenzene ND 1.0 ug/L 0.30
tert-Butylbenzene ND 1.0 ug/L 0.20
Carbon disulfide ND 1.0 ug/L 0.30
Chlorobenzene ND 1.0 ug/L 0.30
Dibromochloromethane ND 1.0 ug/L 0.30
Dichlorodifluoromethane ND 1.0 ug/L 0.40
Bromodichloromethane ND 1.0 ug/L 0.30
1,2-Dichloroethane ND 0.50 ug/L 0.20
Chloroethane ND 2.0 ug/L 0.30
Chloroform ND 1.0 ug/L 0.20
Chloromethane ND 2.0 ug/L 0.30
2-Chlorotoluene ND 1.0 ug/L 0.30
4-Chlorotoluene ND 1.0 ug/L 0.30
1,2-Dibromo-3-chloro- ND 2.0 ug/L 0.60
propane
1, 2-Dibromoethane ND 1.0 ug/L 0.30
Iodomethane ND 2.0 ug/L 1.0
1, 2-Dichlorobenzene ND 1.0 ug/L 0.20
1,3-Dichlorobenzene ND 1.0 ug/L 0.20
1,4-Dichlorobenzene ND 1.0 ug/L 0.30
1,1-Dichloroethane ND 1.0 ug/L 0.20
cis-1,2-Dichloroethene ND 1.0 ug/L 0.30
trans-1,2-Dichloroethene ND 1.0 ug/L 0.20
Vinyl chloride ND 0.50 ug/L 0.30
2,2-Dichloropropane ND 1.0 ug/L 0.30
1,1-Dichloropropene ND 1.0 ug/L 0.30
Ethylbenzene ND 1.0 ug/L 0.20
Hexachlorobutadiene ND 1.0 ug/L 0.30

(Continued on next page)

 BOE-C6-0127379



KENNEDY/JENKS CONSULTANTS
Client Sample ID: TRIP BLANK

GC/MS Volatiles

Lot-Sample #...: E1B060243-025 Work Order #...: DVNAK1AA Matrix.........: WATER
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
2-Hexanone ND 5.0 ug/L 2.0
Isopropylbenzene ND 1.0 ug/L 0.20
p-Isopropyltoluene ND 1.0 ug/L 0.20
Methylene chloride ND 1.0 ug/L 0.20
4-Methyl-2-pentanone ND 5.0 ug/L 2.0
Methyl tert-butyl ether ND 1.0 ug/L 0.50
n-Propylbenzene ND 1.0 ug/L 0.40
Styrene ND 1.0 ug/L 0.30
1,1,1,2-Tetrachloroethane ND 1.0 ug/L 0.30
1,1,2,2-Tetrachloroethane ND 1.0 ug/L 0.30
Tetrachloroethene ND 1.0 ug/L 0.70
Toluene ND 1.0 ug/L 0.30
1,2,3-Trichlorobenzene ND 1.0 ug/L 0.40
1,2,4-Trichloro- ND 1.0 ug/L 0.30
benzene
1,1,1-Trichloroethane ND 1.0 ug/L 0.20
1,1,2-Trichloroethane ND 1.0 ug/L 0.30
Trichloroethene ND 1.0 ug/L 0.30
Trichlorofluoromethane ND 2.0 ug/L 0.20
1,2,3-Trichloropropane ND 1.0 ug/L 0.30
1,1,2-Trichlorotrifluoro- ND 1.0 ug/L 0.20
ethane
1,2,4-Trimethylbenzene ND 1.0 ug/L 0.20
1,3,5-Trimethylbenzene ND 1.0 ug/L 0.20
Xylenes (total) ND 1.0 ug/L 0.50
Acrolein ND 20 ug/L 12
Acrylonitrile ND 20 ug/L 10
Vinyl acetate ND 5.0 ug/L 1.0
Tetrahydrofuran ND 10 ug/L 2.0
2-Chloroethyl vinyl ether ND 5.0 ug/L 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorcbenzene 92 (75 - 120)
1,2-Dichloroethane-d4 101 (65 - 130)
Toluene-ds 93 (80 - 130)

BOE-C6-0127380



KENNEDY/JENKS CONSULTANTS
Client Sample ID: RINSATE

GC/MS Volatiles

Lot-Sample #...: EL1B060243-026 Work Order #...: DVNAL1AA Matrix.........: WATER
Date Sampled...: 02/06/01 12:00 Date Received..: 02/06/01 14:55 MS Run #.......: 1038254
Prep Date......: 02/07/01 Analysis Date..: 02/07/01
Prep Batch #...: 1038524 Analysis Time..: 12:05
Dilution Factor: 1
Analyst ID.....: 015590 Instrument ID..: MSC
Method.........: SW846 8260B
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
Acetone ND 10 ug/L 3.0
Benzene ND 1.0 ug/L 0.30
Bromobenzene ND 1.0 ug/L 0.30
Bromochloromethane ND 1.0 ug/L 0.30
Bromoform ND 1.0 ug/L 0.30
Bromomethane ND 2.0 ug/L 1.0
Carbon tetrachloride ND 0.5 ug/L 0.30
2-Butanone ND 5.0 ug/L 3.0
n-Butylbenzene ND 1.0 ug/L 0.30
sec-Butylbenzene ND 1.0 ug/L 0.30
tert-Butylbenzene ND 1.0 ug/L 0.20
Carbon disulfide ND 1.0 ug/L 0.30
Chlorobenzene ND 1.0 ug/L 0.30
Dibromochloromethane ND 1.0 ug/L 0.30
Dichlorodifluoromethane ND 1.0 ug/L 0.40
Bromodichloromethane ND 1.0 ug/L 0.30
1,2-Dichloroethane ND 0.5 ug/L 0.20
Chloroethane ND 2.0 ug/L 0.30
Chloroform ND 1.0 ug/L 0.20
Chloromethane ND 2.0 ug/L 0.30
2-Chlorotoluene ND 1.0 ug/L 0.30
4-Chlorotoluene ND 1.0 ug/L 0.30
1,2-Dibromo-3-chloro- ND 2.0 ug/L 0.60
propane
1, 2-Dibromoethane ND 1.0 ug/L 0.30
Iodomethane ND 2.0 ug/L 1.0
1,2-Dichlorobenzene ND 1.0 ug/L 0.20
1,3-Dichlorobenzene ND 1.0 ug/L 0.20
1,4-Dichlorobenzene ND 1.0 ug/L 0.30
1,1-Dichloroethane ND 1.0 ug/L 0.20
cis-1,2-Dichloroethene ND 1.0 ug/L 0.30
trans-1,2-Dichloroethene ND 1.0 ug/L 0.20
Vinyl chloride ND 0.5 ug/L 0.30
2,2-Dichloropropane ND 1.0 ug/L 0.30
1,1-Dichloropropene ND 1.0 ug/L 0.30
Ethylbenzene ND 1.0 ug/L 0.20
Hexachlorobutadiene ND 1.0 ug/L 0.30

(Continued on next page)

BOE-C6-0127381



KENNEDY/JENKS CONSULTANTS
Client Sample ID: RINSATE

GC/MS Volatiles

Lot-Sample #...: E1B060243-026 Work Qrder #...: DVNAL1AA Matrix.........: WATER
REPORTING
PARAMETER RESULT LIMIT UNITS MDL
2-Hexanone ND 5.0 ug/L 2.0
Isopropylbenzene ND 1.0 ug/L 0.20
p-Isopropyltoluene ND 1.0 ug/L 0.20
Methylene chloride ND 1.0 ug/L 0.20
4-Methyl-2-pentanone ND 5.0 ug/L 2.0
Methyl tert-butyl ether ND 1.0 ug/L 0.50
n-Propylbenzene ND 1.0 ug/L 0.40
Styrene ND 1.0 ug/L 0.30
1,1,1,2-Tetrachloroethane ND 1.0 ug/L 0.30
1,1,2,2-Tetrachloroethane ND 1.0 ug/L 0.30
Tetrachloroethene ND 1.0 ug/L 0.70
Toluene ND 1.0 ug/L 0.30
1,2,3-Trichlorobenzene ND 1.0 ug/L 0.40
1,2,4-Trichloro- ND 1.0 ug/L 0.30
benzene
1,1,1-Trichloroethane ND 1.0 ug/L 0.20
1,1,2-Trichloroethane ND 1.0 ug/L 0.30
Trichloroethene ND 1.0 ug/L 0.30
Trichlorofluoromethane ND 2.0 ug/L 0.20
1,2,3-Trichloropropane ND 1.0 ug/L 0.30
1,1,2-Trichlorotrifluoro- ND 1.0 ug/L 0.20
ethane
1,2,4-Trimethylbenzene ND 1. ug/L 0.20
1,3,5-Trimethylbenzene ND 1.0 ug/L 0.20
Xylenes (total) ND 1.0 ug/L 0.50
Acrolein ND 20 ug/L 12
Acrylonitrile ND 20 ug/L 10
Vinyl acetate ND 5.0 ug/L 1.0
Tetrahydrofuran ND 10 ug/L 2.0
2-Chloroethyl vinyl ether ND 5.0 ug/L 2.0
PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
Bromofluorobenzene 95 (75 - 120)
1,2-Dichloroethane-d4 109 (65 - 130)
Toluene-ds8 96 (80 - 130)

. BOE-C6-0127382



